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Abstract non-destructive, energy independent and compact. Despite

I : . all of the favorable features of the ICT for LPA, its use for
Cross-calibrations of charge diagnostics are conduct . .
; . - . A produced e-beams has been questioned in recent stud-
to verify their validity for measuring electron beams pro-

es. It was reported in Ref. [11] that the ICT overestimated
duced by laser plasma accelerators (LPAs). Employed g} .
. s Lo e e-beam charge by more than an order of magnitude
agnostics are a scintillating screen, activation based mea .
i : ._compared to the measurement based on the RFA-calibrated
surement, and integrating current transformer. The dia

nostics agreed withitk8 %, showing that they can provide%qnullatlng screen, and the source of discrepancy was at-
. tributed to the electromagnetic pulse (EMP) from the laser-
accurate charge measurements for LPAs provided they arg . . S .
used oroperl plasma interaction. Another cross-calibration using LPA
property. produced e-beams was done in Ref. [16], where it was re-
ported that an ICT overestimated the charge by a factor of
INTRODUCTION about 3 — 4 compared to the IP based charge measurements.

Both studies indicated that further cross-calibrationd an

Laser plasma accelerators (LPAs) [1] have shown MYetailed investigations were necessary regarding thefuse o
markable progress over the past decade. In 2006, the PYRz ICT in a harsh laser-plasma environment.

duction of GeV electron beams was demonstrated in just, ... paper, a comprehensive study of charge diagnos-

a few centimeters [2, 3], using a discharge capillary basei%s for LPAs was performed using an ICT, Lanex Fast

gwdmg strqcture [4]. This progress is making LPAS attraCéc:reen (Lanex), and activation based measurement. The

ic radiati ing f THz I5] t 6 Uctivation based measurement is intrinsically RF noise tol
neA|\c radiation ranging from fZ[|] ox-ra;l;[ ] b egant and independent of the e-beam intensity. Therefore,
precise measurement of electron beam (e- €a)can provide an accurate reference for LPA produced e-

charge is essential for any kind of accelerator. Numero ams. The Lanex that was calibrated by RFA produced e-

technologies have been developed for conventional radiBé ms was benchmarked against the activation based mea-
frequency accelerators (RFAs) such as Faraday cups

) : ) ement using LPA produced e-beams. Also the ICT
integrating current transformers (ICTs) [7]. Since an LPA

: : | as cross-calibrated against Lanex using LPA produced e-
can provide e-beams with a wide range of energy spreaa/gams_ The results show that the Lanex and ICT can be
(from 1 % level to 100 %) and angular divergence, var:

. . . X ; . accurate diagnostics for an LPA.
ious techniques including previously mentioned technolo-

gies have been employed, e.g., surface barrier deteciors [8

scintillating fibers [9], activation based measuremen®j,[1 EXPERIMENTAL SETUP
imaging plates (IPs) [6], and scintillating screens witmea  ~,ss-calibrations were conducted by using LPA pro-

eras [8]. Scintillating screens a_nd IPs are now widely usegl,ced e-beams at the LOASIS facility, LBNL. The laser
a_s_they allow large areas to be imaged with reasonable S§fz: \was utilized was a short pulse, high peak power
sitivity and cost. and high repetition rate (10 Hz) Ti:AD3 laser system.

The light yield from the scintillating screens has beeRpne |aser beam was focused by an off-axis parabolic

experimentally calibrated against ICTs by using e'beamﬁirror, providing a focal spot size, ~ 23 um with

from RFA with 3 - 8 MeV electron energy [11] and 40 MeV gyreh| ratio of 0.9. Here, a Gaussian transverse profile
electron energy [12]. By using broadband electron beamg ; _ 1 exp(—2r2/r2) is assumed. Full energy and
from an LPA, sensitivity for 1 to 80 MeV electrons WaSntimum compression giveB = 31 TW (r;, ~ 40 fs
experimentally calibrated against IPs [13]. For higher eFWHM), calculated peak intensityy = 2P/ar2 ~ 3.4 x
ergies, the screens were cross-calibrated with an ICT for Y18 W/em2. and a normalized vector potentia) ~ 8.6 x

to the electron energy of 1.5 GeV [14]. 10~ 10\ ] IV/2[W /em?) ~ 1.3.

_Faraday cups and ICTs have been used as reliable charggne schematic drawing of the setup is shown in Fig. 1.
diagnostics in the RFA community [7, 15]. Since Faradaythe |aser pulse was focused onto a supersonic gas jet. For
cups have to physically capture electrons, their size can g, cross-calibrations, the magnet was turned off to send
fairly large to stop GeV electrons. In contrast, ICTs arg_peams to charge diagnostics located further downstream.

“Work supported by DOE grant DE-AC02-05CH11231 The laser pulse was reflected by the aluminum coated mylar
t Currently at University of Hamburg and DESY foil toward the laser beam dump, and only e-beams went
fWPLeemans@Ibl.gov through following vacuum tubes.
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Figure 1: Setup for the charge cross-calibrations with LR#&dpced e-beams. Shown in the inset is the activation target

An aperture with a 36 mm inner diameter was installe@uring the activation, the e-beam charge was simultane-
about 3.6 m away from the interaction point. The identicabusly measured by the Lanex. The averaged number of
ICT unit described in Ref. [14] followed by the borosilli- electrons in a minute measured by the Labéx,,, =
cate vacuum window, was installed at the end of the va¢10.3 4- 0.4) x 10° electrons/minute.
uum tube. The Lanex Fast Front was placed on the window After the irradiation, the target was transferred to the
inside of the vacuum tube, covered by~a40 pm thick  counting facility, andy-ray spectroscopy was conducted by
aluminum foil. using a p-type HPGe detector. The 1345 keV photons from

The light from Lanex was observed by a CCD cameré&*Cu decay (half life time 12.7 hour) was used to determine
through the reflection of an aluminum coatedin thick the yield of the isotope. Assuming the constant produc-
pellicle foil installed in the outside of the vacuum tuber Fotion rate during the irradiation, the average productide ra
the activation measurement, the target was placed behif,,, was measured to 6.7940.59) x 105 atoms/minute,
of the pellicle foil. The target consisted of 6 mm thick leadvhere the error was given by thel o (standard deviation).
as ay-ray generator followed by the 25 mm thick copper A Monte-Carlo simulation was carried out to estimate
as an activation material, and is illustrated in Fig. 1 inset isotope production based on the e-beam reference spec-
trum [18]. An axisymmetric, three-dimensional distri-
bution of the isotope production was calculated. In the
simulation, energy losses of electrons due to the interac-
tions with the foil, Lanex, vacuum window, and air were
included. The simulated yield of the isotopg;,,, was

The activation based charge diagnostic was used as fal02 x 10~2 atoms/electron, givindVe act = Rexp/ Ysim =
lows. The target material was irradiated by e-beams fd.6+0.6) x 10° electrons/minute. The charge measured by
~ 1 hour. After the irradiation, the target was transferred tthe activation based measuremaity.; = (9.6 + 0.6) x
an ultra-low background counting facility at LBNL, where 10° and the Lanex measureme¥tr,,,., = (10.3 £ 0.4) x
y-ray spectroscopy was conducted. Based onithiay 10° agreed with each other within the error of each mea-
spectroscopy results, the activity in terms of the averagairement.
production rateR.,, (atoms/minut) for a specific isotope
was calculated. In order to estimate the charge, a Mont
Carlo simulation was carried out to calculate the yield o
an isotope for a unit charge with a certain e-beam energy For the Lanex — ICT Cross-calibration, the laser pulses
spectrumYy;,,, (atoms/electron). The e-beam energy speavere focused onto the downstream edge of a gas jet com-
trum was separately measured during the experiments. Tpased of 99% helium and 1% nitrogen. The gas jet backing
number of electrons per minute irradiated to the tafget pressure was varied to change charge yield from the LPA.
was obtained fronVe 4t = Resp/ Ysim- As the result, the The peak plasma density was measured by transverse inter-
activation method can provide the time-averaged charge fterometry, and was found to be from 4 to ¥10'8/cm?,
e-beams with known energy spectrum. and the longitudinal plasma length was about 0.5 mm. Re-

The laser pulse was focused onto the hydrogen jet, amdoducible e-beams up to 60 MeV were observed. Higher
the peak plasma density was measured to~be.9 x  plasma density resulted in producing e-beams with higher
10'%cm?. The e-beam energy spectra were measured Ioparge and broader spectra.

a single shot magnetic electron spectrometer [17] before A total of 320 shots was recorded while varying the
sending the e-beam to charge diagnostics, and reproduciplasma density, and e-beams with charge up to 16 pC were
broadband e-beams up to 250 MeV were observed. Tldserved. Shown in Fig. 2 is the charge measured by the
reference e-beam spectrum was obtained by averaging B@nex versus the charge measured by the ICT. A linear fit
shots. After the reference spectrum was obtained, a tofarformed on the data set indicated that the Lanex mea-
of 2700 shots was incident onto the target in 60 minutesured 8% lower charge with the offset of -1 pC. The two

RESULTS AND DISCUSSIONS

Lanex — Activation Cross-Calibration

ﬁ'anex — ICT Cross-Calibration



15 clear. In this experiment, the ICT was installed 4.2 m away
) from the interaction point to assure that the low energy
= electrons diverge enough to minimize their contribution.
g 10 Furthermore, the small residual magnetic fietd((.4 mT)
é of the magnetic spectrometer, and absorptions/scatgering
& at the foils used for the laser beam separation may have
g) 5 Slope: 0.92 contributed to eliminate low energy electrons. The distanc
5 Fit error: 7.2% between ICT and Lanex was kept at a minimum to avoid
Offset: -1 pC acceptance mismatch.
0 5 10 15 Although no quantitative evaluation was performed for
Charge from ICT [pC] each noise source, it was considered to be critical to peovid
a low-noise environment for the charge measurement. Note
Figure 2: Lanex versus ICT. that the accuracy of the measurement can be improved by

a more sensitive camera for Lanex measurements, and by
more sensitive electronics for ICT measurements.

diagnostics showed good agreement considering the fit er-
ror of 7.2%. The 1 pC of negative offset was probably due SUMMARY

to the sensitivity of the CCD camera. A comprehensive study of the charge diagnostics for

) ) LPA produced e-beams was conducted. The cross-
Discussions calibration between the Lanex and the activation-based

As shown above, the ICT can measure the LPA producé:(?arge diagnostic showed good agreement within the er-

, . rqr of each diagnostic. The cross-calibration between the
e-beam charge accurately, while previous works show

that the ICT overestimated the charge more than an ordef X and the ICT sh_owe(_j good agreement as well. The

. result of the cross-calibrations can be summarized as fol-
of magnitude. The excellent agreement we observed CRIV o Ouer = 93%.0 — 10018, Q _ 10816
be explained by the special attentions paid to the follow-, ' ¢Act — 7987 Wlnx = 2:¥o7 » wICT = Y2101

ing three possible noise sources of the ICT measuremeﬁvthere they are normalized to the Lanex result, and super

(1) EMP from the laser plasma interaction, (2) direct parti‘:’lnd sub scripts show result the error of each diagnos-

cle/radiation hit on the ICT, and (3) low energy eIectrons.tICS' The study showed that the all diagnostics can provide
accurate charge measurement for LPA produced e-beams.

There were two kinds of EMP noises observed, on S .
. he guideline for accurate measurements with the ICT un-
was directly on the scope, and the other was on the cable

) . ér the harsh LPA environment was discussed, providing
and/or the ICT. The noise on the oscilloscope was sepa- L . .
. . . . ; essential information for precise charge measurements of
rated from the signal in the time domain by extending thE
S . PA produced e-beams.

cable length. To minimize the noise on the cable, well-
shielded cables (Heliax FSJ1-50A, CommScope, Hickory,
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